Acute coronary syndrome due to complete bare metal stent fracture in the right coronary artery.
Stent fracture (SF) was suggested to be an unusual cause of restenosis after drug eluting-stent implantation. However, angiographically visible complete SF after bare metal stent (BMS) implantation is extremely rare. Here we report a case of SF of a BMS representing with acute coronary syndrome (ACS). To our knowledge, this is the first report of early fracture of a BMS in the right coronary artery, resulting in ACS.